[Observation of clinical effect of bioactive glass titanium alloy core implant]
A novel kind of implant made of titanium alloy spray coated with a suitable bioactive glass was investigated.49 implantation were done in clinical patients from Oct 1988 to 1992.42 implantation functioned well up to the time.7 implantation failed. The success rate is 85.71%.The authors have also discussed the indications,method of implantation and other related things on the paper.